COMPARATIVE CORROSION STUDY OF NON-PRECIOUS Ni/Cr-BASED SOFT ALLOYS IN VIEW OF DENTAL APPLICATIONS

Daniel Mareci, Gina Ungureanu, Neculai Aelenei, Julia Claudia Mirza Rosca

1Technical University Gh. Asachi Iasi, Faculty of Chemical Engineering, Blvd. D. Mangeron, No. 71, 700050, Iasi, Romania
2Las Palmas de Gran Canaria University, Department of Mechanical Engineering, 35017, Las Palmas de Gran Canaria, Spain

Abstract

Based on the polarization curves and electrochemical impedance spectroscopy (EIS) in the case of three commercial alloys (Wirolloy, NicromalSoft and VeraSoft) maintained in artificial saliva, it was established the type and the intensity of the corrosion process by means of the corrosion currents value. The passivation of all the samples occurred spontaneously at the open circuit potential. The corrosion currents value decrease after the alloys maintenance in the corrosive medium due their passivation. The corrosion currents have values of nA order for all the samples and decrease with the increase of the immersion time. The VeraSoft alloy presented a dangerous breakdown potential, around 200 mV. The EIS results show that all NiCr-based alloys exhibit passivity at open circuit potential. The Herenium alloy with dendritic microstructure shows the best electrochemical behaviour in artificial saliva. The Herenium alloy is in the optimum corrosion resistant condition. In our opinion the VeraSoft alloy is not in an optimal corrosion resistant condition and NicromalSoft alloy is marginal.

Key words: corrosion current, EIS, NiCr-based alloys, open circuit potential, potentiodynamic polarisation curves

* Author to whom all correspondence should be addressed: danmareci@yahoo.com